PURPOSE. The purpose of this study was to compare the new bone formation capability of zirconia with those of other synthetic bone grafts. MATERIALS AND METHODS. Twelve rabbits were used and four 6-mm diameter transcortical defects were formed on each calvaria. Each defect was filled with Osteon II (Os), Tigran PTG (Ti), and zirconia (Zi) bone grafts. For the control group, the defects were left unfilled. The rabbits were sacrificed at 2, 4, and 8 weeks. Specimens were analyzed through micro computed tomography (CT) and histomorphometric analysis. RESULTS. The Ti and Zi groups showed significant differences in the amount of newly formed bone between 2 and 4 weeks and between 2 and 8 weeks (P<.05). The measurements of total bone using micro CT showed significant differences between the Os and Ti groups and between the Os and Zi groups at 2 and 8 weeks (P<.05). Comparing by week in each group, the Ti group showed a significant difference between 4 and 8 weeks. Histomorphometric analysis also showed significant differences in new bone formation between the control group and the experimental groups at 2, 4, and 8 weeks (P<.05). In the comparison of newly formed bone, significant differences were observed between 2 and 4 weeks and between 2 and 8 weeks (P<.05) in all groups. CONCLUSION. Zirconia bone graft material showed satisfactory results in new bone formation and zirconia could be used as a new synthetic bone graft material. 
INTRODUCTION
Many kinds of bone graft materials are being used for the reconstruction of defects in the oral and maxillofacial regions or for bone graft treatment accompanied by dental implant. Among these materials, autogenous bone has been considered a gold standard graft material with successful results. 1 However, autogenous bone has limitations, including morbidity of the donor site, insufficient amount of bone, and absorption during the healing period. 2 Although allogeneic and xenogeneic bones have been used as substitutes for autogenous bone, theses have the disadvantages of a possible immune response and the transmission of infectious disease. 3, 4 Recently, there has been remarkable progress in manufacturing techniques of bone substitute materials, and synthetic bone has been widely used; it has biological compatibility and osteoconduction that provides an excellent scaffold for the formation of new bones. 5 With the development of synthetic bone graft production technology, synthetic bone has become the main material for replacement of autogenous bone in dental operations.
Hydrate calcium phosphate synthetic bone, often referred to as hydroxyapatite, has biological compatibility and a structure that is similar to actual human cancellous bone. 6 However, hydroxyapatite is a biodegradable graft material in the human body and cannot maintain its original volume of graft. 7 Absorption of the grafted material leads to an unaesthetic result, especially in the anterior regions of mouth.
Titanium is commonly used as a dental implant as it has biocompatibility and is non-absorbable, and thus titanium bone graft material can maintain the volume of graft and alveolar bone. 8, 9 However, titanium graft material cannot be used in the esthetic zone due to its unique metallic shade. 10 Among the materials that can be used as bone grafts, zirconia is being studied as a material to replace existing alloplastic bone grafts and has shown excellent biological compatibility. Yttria-stabilized tetragonal zirconia polycrystals (Y-TZP) has excellent mechanical strength and biological compatibility. [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] Y-TZP is a non-absorbable material, 21 and with its color similar to those of natural teeth and alveolar bone, it can be used as bone substitute material in the anterior region of mouth and thin gingiva where esthetics are required. 22 The production of a block bone graft that accurately fits an extensive defect is possible by capturing precise threedimensional (3D) images of the bone defects using diagnostic imaging systems, such as 3D computed tomography (CT) and measuring the length, volume, and shape of the defect. The 3D imaging technology that is already being used for dental implants has excellent accuracy. 23, 24 In comparison to other graft materials, zirconia is expected to play a better role as a block graft material because it is easier to manufacture and has a porous structure with an appropriate strength, and errors can be adjusted during the operation.
The ideal size and structure of synthetic bone graft materials have been reported in numerous studies. In most studies, a cribriform structure, which is similar to human bone, is recommended, and bone grafts with a granular shape have been designed for easy manipulation and control during bone graft surgery. Each granule has interconnected pores that maintain blood circulation and allow interaction among cells, thereby facilitating bone regeneration and bone growth. Although results are controversial, new bone formation is usually active at a pore size of 150 to 500 µm, 25, 26 with the appropriate particle size of graft material for new bone formation being from 0.5 to 1.0 mm. 27 The purpose of this study was to compare the new bone formation capability of zirconia with those of synthetic bone grafts. In this study, the 6 mm calvarial defects of New Zealand white rabbits were filled with synthetic, titanium, zirconia bone graft materials. After 2, 4 and 8 weeks, the newly formed bones of the groups were compared through micro CT and histomorphometric analysis.
MATERIALS AND METHODS
A cribriform-shaped polyurethane was used to manufacture a zirconia porous scaffold (Filtrocell, Eurofoam, Troisdorf, Germany). The polyurethane was dipped in 2% NaOH solution for 30 minutes before being washed with distilled water. It was then stored for 24 hours at room temperature.
Zirconia powder 100 g (TZ-3Y-E, Tosoh Co., Yamaguchi, Japan) calcined at 600°C for 2 hours to remove impurities. Triethyl phosphate 6 g (TEP) was added to ethanol, which was then placed in a ball mill for 24 hours to produce a slurry. In this slurry, Polyvinyl butyral 6 g (PVB) was added, mixed, and then stored for 24 hours. The polyurethane that had been previously processed was dipped into the slurry three times. To maintain the interconnected pore structure, the remaining slurry was removed by centrifuging at low speed and dried at 60°C for 10 minutes. This process was repeated twice, after which the polyurethane was kept at room temperature for 24 hours.
For sintering of this material, the temperature was increased to 600°C at the rate of 1°C per minute and then maintained for 2 hours to remove the polyurethane. The temperature was then increased again to 1550°C at the rate of 3°C per minute. After cooling, the zirconia graft material was placed in ethanol for 10 minutes and washed with an ultrasonic cleaner before being dried. The dried zirconia was crushed and made into granules, which were sorted by size using 0.5 and 1.0 mm with sieves. The granules were sterilized with ethylene oxide gas and stored in microtubes.
The titanium bone graft material (Tigran PTG, Tigran Technologies AB, Malmö, Sweden) consisted of porous titanium granules made of commercially pure titanium. The Ti granules were between 0.7 mm and 1.0 mm in size, irregularly shaped and non-resorbable. The granules have interconnected pores that provide a framework for new bone growth.
The synthetic bone graft material (Osteon II, Genoss Co., Suwon, Korea) was composed of hydroxyapatite 30% and beta-tricalcium phosphate 70%. It has an interconnected pore structure similar to that of human cancellous bone. The granules were between 0.5 mm and 1.0 mm in size.
This experiment received approval from the Institutional Animal Care and Use Committee (IACUC) of Cronex (CN20140528-1) and was conducted in accordance with the guidelines of the IACUC.
Twelve healthy New Zealand white male rabbits (weight 2.5 -3.0 kg) were randomized into three groups. Each rabbit was anesthetized with 15 mg/kg of zoletil (VIRBAC S.A., Carros, France) and 5 mg/kg of xylazine (Bayer Korea Co., Ansan, Korea), and then 5 mg/kg of biotril (Komipharm Co., Shihung, Korea) was injected as a preoperative antibiotic. The hair of the rabbits was removed using an electric shaver, and the operation site was sterilized with a betadine solution before covering with a surgical drape. A midsagittal incision was made from the frontal region to the occipital region in the ventral position. The flap to the periosteum was retracted to the side. Four bone defects with a diameter of 6 mm were formed by using a trephine bur (Hager & Meisinger GmbH, Hansemannstrasse, Germany) with careful drilling. One defect was unfilled for the control group, and three defects were grafted with Os, Ti, and Zi as bone graft materials. The defects were filled with the proper volume of graft materials. The periosteum was sutured with 4-0 Vicryl suture threads (Johnson & Johnson Medical GmbH, Norderstedt, Germany). Finally, the skin was sutured with 4-0 Blue Nylon (Ailee Co., Busan, Korea). All rabbits recovered after the operation with no complications and were administered with biotril for 3 days after surgery. Each operation was performed under sterile conditions. At 2, 4, and 8 weeks, rabbits were sacrificed by administering 25 mg/kg of Succipharm (Komipharm Co., Shinhung, Korea).
The bone graft granule size, interconnected pores, and granule surface were observed at ×100 and ×2000 magnification with SEM (HITACHI S-4300, Hitachi Co., Tokyo, Japan).
The tissues collected from the calvaria were scanned by micro CT (SkyScan 1173, Bruker MicroCT, Kontich, Belgium). The top tissues around the defects were also scanned at a high resolution of 9.94 µm. Pixel images (2240 × 2240) of the scanned tissues were obtained and analyzed. The tissues were wrapped in parafilm before being attached to a zig. All scans were obtained using the following parameters: 130 kV and 60 µA, a brass filter to optimize the contrast, 180° rotation, five frames averaging a rotation step of 0.2°, and ring artifact corrections set at 8. Reconstruction software NRecon ver. 1.6.9.8. (Bruker MicroCT, Konitch, Belgium) was used to create 3D images.
Each tissue specimen was fixed in a formalin solution (neutral buffered, Sigma-Aldrich Co. LLC., St. Louis, MO, USA) for 2 weeks and then dehydrated while increasing the ethanol concentration of the tissue specimen. A mixture of ethanol and Technovit 7200 resin (Heraeus Kulzer, Hanau, Germany) was injected into the dehydrated tissue specimens while the percentage of resin was increased. After penetration was complete, each tissue was separately fixed to an embedment frame and then embedded. For embedment, the specimen was placed in the EXAKT 520 ultraviolet (UV) embedding system (Exakt GmbH, Norderstedt, Germany), and the resin was solidified for 1 day. After the solidification was complete, the desired section of the specimen was attached to a slide with an adhesive press system and the EXAKT 300 CP diamond cutting system (Exakt GmbH, Norderstedt, Germany). The tissue section was then ground to a thickness of 40 ± 5 µm using the EXAKT 400CS grinding system (Exakt GmbH, Norderstedt, Germany). These tissue specimens were dyed with hematoxylin and eosin and then sealed.
A charge-coupled device (CCD) digital camera system was attached to an optical microscope (BX51, Olympus, Tokyo, Japan) to obtain pictures at a magnification of ×12.5, and histomorphometric analysis was conducted at a magnification of ×40. To accurately measure the area, magnification was increased to ×100 as needed. For histomorphometric measurements, multiple images were obtained without overlap from one specimen by saving only the parts shown under the ×40 optical microscope. The defect area, the newly formed bone area, and the total bone formation area were measured with Image-Pro plus ver. 4.5 (Media Cybernetics, Inc., Bethesda, MD, USA).
The newly formed bone and total bone formation measurements from the micro CT and histomorphometric analysis were statistically analyzed with SPSS ver. 20.0 (SPSS Inc., Chicago, IL, USA). Median, minimum and maximum values of the bone formation measurements were calculated, and the nonparametric Kruskal-Wallis test was used to compare data from micro CT and histomorphometric analysis. The Dunn procedure was chosen to assess the statistical significance of differences among them. Statistical significance was set at P < .05.
RESULTS
All animals recovered after surgery without complications or infections, such as an exposed bone graft, and healed normally during the observation and experimental period.
The shape and surface characteristics of the bone graft materials were observed by SEM at low (×100) and high (×2000) magnifications. Fully interconnected pores, approximately 150 -200 µm, were observed at the lower magnification on the SEM images of Os. β-TCP crystals on the surface were observed at the high magnification.
For Ti, irregularly interconnected pores and micropores were observed within the structure. Interconnected pore sizes were 150 -200 µm. The granules were generally spherical in shape, and the number of interconnected pores was less than that of Os (×100). At the high magnification, the granule surfaces were relatively uniform and smooth.
Zi was similar to the above materials in granule size, and the marginal end was very sharp and thin (×100). The size of the interconnected pores ranged from 300 to 400 µm, with their number being fewer and their size being larger than the other graft materials. The surface consisted of uniform granules, which appeared to be polycrystals that formed during the sintering process.
The micro CT analysis results are shown in Table 1,  Table 2 and Fig. 1, Fig. 2, Fig. 3 . The defect area of the control group could not be measured with micro CT due to the radiolucency of the defect space, so only the newly formed bone volume was measured (in mm 3 ) to compare with the control group.
The 3D images did not clearly define the formation of new bone in the grafted bone, but the control group showed new bones being formed from the margin of the defects. The amount of newly formed bone gradually increased over time, and well-organized lamellar bone islands appeared at the center of the defect at 8 weeks.
Newly formed bone was calculated as the percentage of the total defects in order to compare bone formation among experimental groups and weeks shown in Table 1 .
At 2 weeks, the amount of total bone of the Os group was much less than that of the Ti and Zi groups, and the difference was significant (P < .05). At 4 weeks, all groups showed significant differences in total bone formation (P < .05). At 8 weeks, the Os group showed significant differences with the Ti and Zi groups. The amount of total bone of the Os group was the least among the experimental groups.
Total bone was calculated as the percentage of the defects in order to compare total bone formation among experimental groups and weeks shown in Table 2 .
As shown in Fig. 2 , there was different tendency of bone formation between groups at 2 weeks.
As shown in Fig. 3D , there was a significant difference between week 4 and week 8 for the Ti group (P < .05), but no significant differences were found in the other groups.
The histomorphometric results are shown in Table 3 , Table 4 and Fig. 4, Fig. 5, Fig. 6, Fig. 7, Fig. 8 . At 2 weeks, newly formed bone was observed in the peripheral portion of the defects in all groups (Fig. 4) . At 4 weeks, the space between the granules was more occupied by newly formed bone than 2 weeks in the experimental groups (Fig. 5) . At 8 weeks, a lamellar bone island was seen in the control group, and the amount of newly formed bone gradually increased from the margin to the center of the defects in all experimental groups (Fig. 6) .
Newly formed bone and total bone formation was converted to percentages, as described previously, and compared among groups and weeks.
A comparison of the amount of newly formed bone at each week is shown in Fig. 7A to Fig. 7C . There were significant differences between the control group and experimental groups for all weeks (P < .05). A comparison between experimental groups showed no significant difference. A comparison of the amount of newly formed bone by week in each group is shown in Fig. 7D . For all groups, significant differences only existed between 2 and 4 weeks and between 2 and 8 weeks (P < .05). Among these groups, the Ti group showed a decrease in newly formed bone at week 8 compared to week 4.
A comparison of total bone among groups is shown in Fig. 8A to Fig. 8C . Inter-group comparisons confirmed significant differences among groups at every week (P < .05).
In the comparison among weeks, the control group showed significant differences between 2 and 4 weeks, and between 2 and 8 weeks (P < .05). There was no statistical significance by week for the experimental groups. 
DISCUSSION
Zirconia was shown to help the proliferation of osteoblasts, and results from other experimental studies [28] [29] [30] [31] have confirmed that the zirconia implant has good biocompatibility. Y-TZP graft material in this study was produced using powdered slurry water as recommended by Song and Cho. 28 Y-TZP is an advantageous material that maintains bone graft volume, in contrast with other materials, 7, 17 and minimizes fractures from unnecessary pressure during the healing period due to its compressive strength. 32 With these properties and the need to obtain predictable results, Y-TZP would be the better choice as a bone graft material in the oral and maxillofacial region.
Rabbit experiments can provide a faster and reliable result than other animal studies due to faster bone-healing process 33 and similar genetic traits. Calvaria of rabbit were selected to obtain uniform results while preventing unnecessary pressure to the bone grafted site. The defect size was designed to a diameter of 6 mm for the rabbit's safety, shorter healing time, 34 and elimination of unnecessary pressure. The specimens were collected to examine bone healing and remodeling at 2 weeks. Likewise, the specimens were collected at 4 weeks to show new bone ingrowth and at 8 weeks to observe the maturation of new bone. The bone graft materials of the experimental groups used in this study were produced with different materials by different manufacturers. To derive consistent experimental results, granules and interconnected pores of the bone graft materials were designed to have a similar size. A granule size of 0.5 to 1.0 mm, which is mainly used for oral and maxillofacial surgeries, and an interconnected pore size of 150 to 500 μm, which is the proper size for new bone formation, were chosen. [20] [21] [22] In the case of Zi, similar sizes of bone graft materials could be obtained by using experimental sieves. 28 However, the interconnected pore size of Zi was uneven and larger than that of the other experimental groups. The granule sizes and interconnected pores were checked by the manufacturers' guidelines and by SEM measurements. In the current study, a membrane coverage was not required because the graft materials maintained their original position and volume, 35, 36 and using a membrane increases the risk of infection and can lead to a foreign body reaction. 37, 38 Os was chosen as an synthetic bone graft material in this study because it has a similar shape and composition to human bones. 39, 40 Also, titanium bone graft material was chosen due to unique biocompatibility, biological inactivity, a non-absorbable property, and mechanical strength. [41] [42] [43] [44] [45] However, SEM observations showed that Ti granule has low pore connectivity. Histologically, the relatively small micropores and space inside the granules were not considered sufficient to promote new bone formation.
Based on the SEM photographs, the bone graft materials of all experimental groups showed similar granule sizes in general. However, the margins of Zi were sharp and thin and the sizes of the interconnected pores were not uniform. The initial form of zirconia was a cribriform block with the same shape as polyurethane. The sharp edges were generated in the production process and formed while the blocks were being crushed to produce granules. Moreover, it was difficult to obtain uniform interconnected pores during crushing process. Sharp edges were presumed to cause unnecessary irritation to soft tissues and might delay healing of the soft tissues and cause problems in new bone formation in animal experiments. However, no inflammation occurred during the experimental periods, suggesting that the sharp edges did not interfere with new bone formation. Based on the results, better bone formation would be expected if the production method could be improved to eliminate the stimulation of tissues by sharp edges.
It was difficult to measure the exact amounts of newly formed bone using micro CT because each bone graft material had different radiopacity, artifact images limited the verification of the new bone, and micro CT was susceptible to various conditions. 46, 47 Nevertheless, the tendency of bone formation was found. Therefore, comparisons of the newly formed bone and total bone volume with micro CT were appropriate among weeks within a group and these were considered meaningful results. Histomorphometric analysis provided more objective and consistent results compared to micro CT analysis.
Histomorphometric analysis after 2 weeks showed new bone formation in most cases. The experimental groups showed a large amount of newly formed bones compared to the control group, but the results were not significant among the experimental groups. The patterns of early bone formation in this study are in agreement with those of a previous study of bone grafts to bone defects on rabbit calvaria. Histomorphometric analysis of the total bone formation area showed that significant differences among all groups existed for every period (P < .05). This difference was due to new bone formation as well as the different porosity of the bone graft materials. The Zi bone graft images showed an insufficient distance for new bone ingrowth between the granules compare to those of other bone graft materials, and this seems to be associated with the shape of the Zi granules. Unlike other granules that have a spherical shape, the Zi graft material was atypical, with an irregular form and had sharp edges that could densely fill the spaces between granules. If zirconia bone graft material could be produced as spherical granules with similar shapes, better comparisons could be made with other experimental groups. Recent studies have documented the formation of new bones through zirconia surface treatment, and bone grafting with zirconia could be developed more effectively. [48] [49] [50] Biocompatibility, non-absorbability, and esthetics of zirconia are well suited for the current trends in dental clinical practice. In particular, it is expected that zirconia will show good results during maxillofacial rehabilitaion and dental implant surgery that require bone grafting using 3D images. Further studies will be required to confirm the use of zirconia as a new bone graft material by comparing it with conventional bone graft materials.
CONCLUSION
Based on the above findings, the zirconia bone graft material showed satisfactory results in new bone formation compared to other bone graft materials and therefore could be used as a new synthetic bone graft material in clinical practice. 
